Spontaneous echo contrast following delivery of a shock from a transvenous implantable cardioverter defibrillator.
Spontaneous echo contrast has never been described in association with cardiac defibrillation. In this report, we present a patient who developed dense echo contrast as a result of a shock delivered from a transvenous defibrillator system.